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Abstract — Background: In the application of piezo-controlled 
periosteal dissection, it is important that it does not lead to 
overheating and therefore to a thermal deterioration of the 
tissue. 

Purpose: In this study, the temperature development will be 
studied in the piezocontrolled periosteum dissection in two 
different angles and with different force. 

Materials and Methods: The tested corresponding tip for the 
preparation was the piezoelectric raspatory PR 1. The hand 
piece of the piezosurgery device was clamped on a motor driven 
slide. The measurement of the temperature was taken with an 
infrared thermometer. For the investigations cattle ridges were 
used at room temperate with a forwar-speed of six centimeters 
per minute. The hand piece was clamped in different 
angulations and rotations combined with five different 
pressures. Each of the rotation combinations were carried out 
with five different pressures. A special gripper was used to 
examine the pressure on the bone samples. 

Results: At no point of the measurement, a temperature was 
measured greater than 33 ° C. 

Conclusion: The present study could show that under in vitro 
conditions the use of a new piezo derived raspatorium for 
periosteal preparation generated temperatures far below the 
critical temperature for bone necrosis. 

Clinical Relevance: The application of the piezodriven 
periosteal elevation leads to no temperature rise in the bone. 

Index Terms — piezocontrolled, forwar-speed, vitro. 


I. INTRODUCTION 

Piezosurgery proves to be an established technique for dental 
surgery [1], Based upon the physical effect of piezoelectricity, 
it was invented in 1988 and commercially launched in 2002 
[ 1 . 2 ] 

The characteristic feature of piezoelectric systems is selective 
bone cutting and preservation of soft tissue. This is realized 
since mineralized tissues are altered by frequencies above 30 
kHz while soft tissue damage occurs by frequencies over 50 
kHz [1, 3, 4-6]. Several studies approved Piezosurgery as a 
less traumatic method for dental surgeries, such as maxillary 
sinus augmentation, osteotomies and crest bone expansion [3, 
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4, 7-9]. Compared to conventional drilling, ultrasonic implant 
site preparation shows a significantly higher heat generation, 
however till now without serious consequences in studies 
under in vivo conditions in terms of necrosis [1, 10, 11]. 

Heat is defined as the potential, the mechanical energy of 
atoms and free electrons, which is directly depending on the 
applicated power [12], Water rinse and irrigation is thus 
recommended to avoid bone overheating during surgery. Heat 
reactions in bone such as inflammation or necrosis are 
temperature dependent. A temperature of 47°C is regarded as 
a threshold for serious bone damage due to deproteinization 
[11,13,14], 

Lamazza examined possible influences of piezoelectric 
devices on temperature and proved correlations between heat 
appearance and pressure during implant site preparation [15]. 
Several studies confirm the effect of pressure on the 
temperature, underlining the indispensability of cooling 
irrigation [5, 14, 16]. The success of surgical treatment does 
not only depend on atraumatic techniques in the hard tissue 
management, moreover careful subperiostal preparation 
maintaining periosteal microcirculation is crucial in oral 
surgery [6]. The outstanding effect of the periosteum on bone 
remodelling is confirmed [17, 18], but conventional 
raspatories might mechanically damage the soft tissues and 
thus negatively affect the microcirculation and regenerative 
potential [6]. Therefore a new piezoelectric device for 
periosteal elevation was invented and the first histological 
study in animal studies showed a significantly higher 
microcirculation in the periosteum and better wound healing 
eight days after muoperiosteal flap preparation [6]. The 
piezodriven subperiosteal elevator has a micromovement of 
the working tip of 21-24 kHz. In animal investigation this 
showed that collective cutting of the periosteum in 
subperiosteal preparation is feasible and the mechanical 
trauma is significantly reduced when compared to 
conventional techniques [6]. These results give a new 
perspective on subperiostal preparation, but also demands for 
basic research on heat development. The present study was 
conducted to evaluate the temperature development of a 
special ultrasonic raspatory device for periosteal preparation 
with piezo technology 

II. MATERIAL AND METHODS 

Materials 

The experimental setup was designed to simulate different 
variables occurring during clinical application affecting the 
heat production. The piezosurgery system used in this study is 
the Piezosurgery 3 (Mectron,Carasco,Italy). 


71 


www.erpublication.org 


Systematic investigation to the influence of temperature, angulation and speed on the temperature change at the bone - 

Effects of the piezodriven periosteal dissection- 



Fig 1 showes the experimental set up with clamped hand piece 
on the motor driven slide and a combination of 30° angulation 
as gradient and 0° rotation running on the surface of the 
fixated bone sample. The thermometer was put to side from its 
position for this purpose. 



Fig 2 showes the tested corresponding tip for the preparation 
(PR 1, Mectron, Carasco, Italy). On the left: Handpice with 
working tip and zero mark, turning direction to the right. On 
the right: Outline of working tip, on the left in the optimal 
position (no rotation), on the right with 90° rotation. Saline 
solution (0.9%) was used for the cooling irrigation. The hand 
piece of the piezosurgery device was clamped on a motor 
driven slide. The speed of the slide can be varies in a 
reproducible matter. This device was constructed toenabled a 
height-adjustable fixation of the test samples. A special 
gripper connected to a self-designed software allowed the 
adjustment of different pressures between the hand piece and 
the samples. The measurement of the temperature was taken 
with an infrared thermometer (Tasco Infrared THI500,Tasco 
Japan,Osaka,Japan) using the software labVIEW 
Development System (National Instruments, Austin, USA). 

For the investigations cattle ridges were used at room 
temperate (Metzgerei Willimann AG, Dagmersellen, 
Schwitzerland). Preliminary tests on pig ridges showed a 
forwar-speed of six centimeters per minute as a realistic speed 
simulating clinical conditions. For the investiagions the 
Piezosurgery 3 hand piece was clamped in different 
angulations and rotations combined with five different 
pressures. Therefore, the working tip was rotated in two 
different horizontal positions (15° and 30° rotation). 
Additionally, the handpiece was rotated in the longitudinal 
axis (0° and 90°) for each 


horizontal position. Each of the rotation combinations were 
carried out with five different pressures. A special gripper was 
used to examine the pressure on the bone samples. Prior to 
each test the cattle ridges cortical surface was carefully 
smoothed with a plaster grinder to reduce the influence of 
wrinkles and to enable a continuous, unhindered movement of 
the instrument on the bony surface. Totally 20 different 
combinations were tested, each test was repeated three times. 
The cooling irrigation (room temperature) was set up at a 
volume of 8ml per minute and the piezoelectric modulation 
was chosen as recommended by the manufacturer on 
"cortical". The heat measurements were continously taken at 
the range of one centimeter workflow every 0.5 sec with an 
error margin of 0,1 °C over the period of 30 seconds per run. 
Preliminary tests had shown that the maximum heat 
acceleration was measured after 15-18 seconds working time. 
Statistics 

The collected data were analysed by the maximum 
temperature of every single passage. Statistical evaluation 
was performed with SPSS for Windows, Release 17.1 (SPSS 
Inc., Chicago, Ill, USA). Mann-Whitney U-test was used to 
determine significant differences (p>0.05) between the 
groups, as data were not normally distributed 
(Kolmogorov-Smirnov test, p<0.05). One-way ANOVA was 
used to evaluate the influence of the different experimental 
conditions (gradient, rotation, pressure) on the measured 
maximal temperatures 


III. RESULTS 

The results of the temperature development are summarized 
in both tabls. 


Pressure 

2.7 

Nm 

3.2 

Nm 

3.9 

Nm 

4.8 

Nm 

5.8 

Nm 

AngleRotation 

27.4 

27.1 

29.4 

27.6 

30.6 

15°0° 

°C 

°C 

°C 

°C 

°C 


27.8 

27.5 

28.7 

27.8 

32.8 


°C 

°C 

°C 

°C 

°C 


27.6 

27.9 

28.9 

28.6 

32.2 


°C 

°C 

°C 

°C 

°C 


27.1 

27.4 

28.0 

28.3 

27.6 

30°0° 

°C 

°C 

°C 

°C 

°C 


27.0 

27.2 

27.6 

28.4 

28.3 


°C 

°C 

°C 

°C 

°C 


27.4 

27.4 

27.6 

28.1 

28.0 


°C 

°C 

°C 

°C 

°C 


27.7 

27.7 

27.6 

28.0 

28.3 

15°90° 

°C 

°C 

°C 

°C 

°C 


27.6 

26.6 

27.5 

27.0 

28.2 


°C 

°C 

°C 

°C 

°C 


27.3 

26.6 

27.6 

27.0 

28.6 


°C 

°C 

°C 

°C 

°C 


27.2 

27.7 

27.0 

28.0 

26.3 

30°90° 

°C 

°C 

°C 

°C 

°C 


27.2 

27.0 

27.1 

27.8 

26.6 


°C 

°C 

°C 

°C 

°C 


27.0 

27.2 

26.7 

26.5 

25.8 


°C 

°C 

°C 

°C 

°C 


Table 1 Overview of twenty different combinations related to 
the position of the handpice in vertical and horizontal 
dimension and the applied pressure. 
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Pressure 

(Nm) 

Angulation 

2.7 

3.2 

3.9 

4.8 

5.8 

1570° 

27.60 

27.50 

29.00 

28.00 

31.90 


(0.20) 

(0.40) 

(0.40) 

(0.53) 

(1.14) 

3070° 

27.17 

27.33 

27.73 

28.27 

27.97 


(0.21) 

(0.12) 

(0.23) 

(0.15) 

(0.35) 

15790° 

27.53 

26.93 

27.57 

27.87 

28.37 


(0.21) 

(0.58) 

(0.58) 

(0.12) 

(0.21) 

30790° 

26.87 

27.30 

26.93 

27.43 

26.23 


(0.58) 

(0.36) 

(0.21) 

(0.81) 

(0.40) 


Table 2 Results of the mean maximum temperature 
measurements for the different angulations an pressure 
combinations. Standard deviations in parenthesis. 


The highest measured temperature was 32.8°C. It occurred 
from the combination of 0° rotations, 15° gradient and 5.8 Nm 
pressure. The lowest value of maximum heat 28.0 °C was 
measured at 30 gradients and 90° rotations. 

The rotations of the angulation showed no statistically 
significant differences. 

IV. DISCUSSION 

The present study could show that under in vitro conditions 
the use of a new piezo derived raspatorium for periosteal 
preparation generated temperatures far below the critical 
temperature for bone necrosis. Statistical analysis resulted in 
significant difference in the heat development relating to 
angulation and pressure. To better simulate clinical 
conditions different angulation were tested since depending 
on the individual circumstances of the operative field, several 
positions of the periosteal elevator to the bone surface have to 
be applied in surgery. Transferred to physical dimensions 
these factors are the vertical and horizontal angulation of the 
instrument as well as the working pressure. 

For a systematic investigation an in-vitro setup was chosen, 
where different angulations and rotations as well as different 
working pressures could be tested. The experimental setup 
met these requirements by the fixation of the handpice in two 
different vertical angulations (the gradient) and two different 
horizontal angulations (the rotation) on a moving slide with 
constant forward speed. Although the used bone is not of 
human origin, cattle ridge with its thick cortical layer has been 
shown to be similar to the mandibular [11] and to provide 
good comparison to human jawbone. For the experimental 
setup irrigation with saline solution at room temperature was 
chosen. This meets the criteria of clinical routine. 
Investigations using cooled irrigation would most likely result 
in less temperature at the working tip. Room tempered 
irrigation even confirmed to be sufficient for cooling the bone 
temperature below 47° C [19]. The temperature was measured 
with an infrared thermometer. The touchless method is well 
established in medical use [20, 21], even if the impact of the 
aerosol generated by the irrigation on the measurement is 
questionable and cannot be excluded in this experimental 
setup. Nonetheless, since conditions were equal for any 


groups the bias are systematic. A further limitation to the 
in-vivo situation is cause by physiological effects such as for 
example blood flow at the surgical site. Further in-vivo 
studies are necessary to specify this effects. The results 
showed a significant influence of the working longitudinal 
rotation angle on the heat development. This might be 
explained by the micro movements of the working tip. In 
angulated working tips the micro-vibration and thus the 
temperature acceleration is highest in the middle of the 
working tip as this part shows the highest movement and 
bending. As the working part of the working tip is closer to the 
middle due to the shape of the working tip, this results in 
higher temperatures. There is a controversy caused by 
previous observations confirming the rise of temperature 
depending on the applied pressure not only for conventional 
drilling [22] but also for ultrasonic devices [5, 14, 15]. 
Another study by Rahad could not show any influence of 
different loads nor irrigation volumes resulting in heat 
development [11], The present results indicate an increase of 
the mean temperature in correlationm to higher pressure, 
implying an influence of the work load. Direct comparison to 
the results of other studies is difficult because devices 
designed to alter the bone or for implant site preparation were 
analyzed [5, 14, 15, 22]. The reossification as a main factor 
for success of most dental surgery treatments depends on the 
hard and soft tissue preservation [6, 14, 17, 18, 23], Different 
studies constitute various heat levels, leading to hard tissue 
damages. Eriksson and Albrektsson established the 
temperature of 47°C over five minutes as the threshold for 
irreversible bone damage [13], Latest in-vivo studies in 
low-density and dense bone states applying 60°C over a 
minute before implant insertion results in significant bone loss 
[24, 25], Another in-vivo study by Yoshida reports that even 
when 48°C is applied for 15 minutes on the bone, bone 
formation eventually occurs, as the the periosteum and 
surrounding soft tissue strongly influences the bone 
remodeling [26]. Stoetzer confirms in an animal in-vivo study 
that histological examination of the subperiosteal preparation, 
using the piezodriven subperiosteal preparation tool, showed 
an impact of periosteal progenitor cells on bone remodeling 
[6]. Periosteum has been given an essential importance, 
because numerous studies have identified the existence of 
stem cells within the periosteum and that their activation plays 
a fundamental role to bone regeneration [18]. An in-vivo 
analysis of the effects of overheating the periosteum at a 
temperature of 42.5°C, resulted in positive effects like a 
steady increase in functional capillary density in the 
periosteum caused by induction of angiogenesis [27]. The 
study also analyzed the expression of the heat shock protein in 
the tissue. The expression of the heat shock protein (HSP) 70 
was proportional to the intensity of the stress signal stimulus 
and could become a potential tool as a prognostic surgical 
marker [28]. Even though there is a need to evaluate the 
impact of HSP 70 in soft and hard tissue, the positive outcome 
resulted from animal testings in a 25 minutes period [27] 
whereas the expression as a stress marker was examined in 
human patients to compare two different surgical methods 
[28], Further studies are needed to evaluate the impacts of 
heat on the periosteum and bone remodelling. The heat 
production only varies in very different positions of the 
angulation in correlation to the applied pressure, resulting in a 
recommendation for clinical use, especially when the cooling 
irrigation is set higher than minimal. 
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FIGURES AND TABLES 
Figl: 

This photography showes the experimental set up with 
clamped hand piece on the motor driven slide and a 
combination of 30° angulation as gradient and 0° rotation 
running on the surface of the fixated bone sample. The 
thermometer was put to side from its position for this purpose. 

Fig2: Handpice 

On the left: Handpice with working tip and zero mark, turning 
direction to the right. 

On the right: Outline of working tip, on the left in the optimal 
position (no rotation), on 
the right with 90° rotation. 

Table 1: 

Overview of twenty different combinations related to the 
position of the handpice in vertical and horizontal dimension 
and the applied pressure. 

Table2: 

Results of the mean maximum temperature measurements for 
the different angulations an pressure combinations. Standard 
deviations in parenthesis. 

Literature: 

[1] Pereira, C. C., et al. (2014). "Piezosurgery applied to implant 
dentistry: clinical and biological aspects." Journal of Oral 
Implantology; 40: 401-408. 

[2] Gupta, S.J., et al. (2015). " Stipulative interdisciplinary approach of 
piezosurgery in modem dentistry. J Pharm Biomed; 05: 624-631. 

[3] Hoigne, D. J., et al. (2006). "Piezoelectric osteotomy in hand surgery: 
first experiences with a new technique." BMC Musculoskelet 
Disord; 7: 36. 

[4] Stubinger, S., et al. (2015). "Piezosurgery in implant dentistry." Clin 
Cosmet Investig Dent; 7: 115-124. 

[5] Birkenfeld, F., et al. (2012). "Increased Intraosseous Temperature 
Casued by Ultrasonic Devices during bone surgery and the Influences 
of working pressor and cooling irrigation." Int J Oral Maxillofac 
Implants; 27, 1382-1388 

[6] Stoetzer, M., et al. (2014). "Subperiosteal preperation using a new 
piezoelectric device- a histological examination." GMS Interdiscip 
Plast Reconstr Surg; 3 

[7] Schlee, M., et al. (2006). "Piezosurgery: basics and possibilities." 
Implant Dent 15(4): 334-340. 


[8] Bertossi, D., et al. (2013). "Piesurgery versus conventional osteotomy 
in orthognathic surgery: a paradigm shift in treatment." J Craniofac 
Surg 24(5):1763-1766. 

[9] Scarano, A., et al. (2015). "Delayed expansion of the atrophic 
mandible by ultrasonic surgery: a clinical and histologic case series." 
Int J Oral Maxillofac Implants 30(1): 144-149. 

[10] Saeed, R., (2012). "Thermal and Surface Changes of Dental Implants 
Following Use of Rotary Instruments and Piezoelectric Devices for 
Implantoplasty: An In Vitro Study." Journal of Dental School 2013; 
31(4): 191-202 

[11] Rashad, A., et al. (2011). "Heat production during different ultrasonic 
and conventional osteotomy preparations for dental implants." Clin 
Oral Implants Res 22(12): 1361-1365. 

[12] Hens, H., (2012). Building Physics: Heat, Air and Moisture 
Fundamentals and Engineering Methods with Examples and 
Exercises; Wiley-VCH Verlag; Second Edition 

[13] Eriksson, A. R. and T. Albrektsson (1983). "Temperature threshold 
levels for heat-induced bone tissue injury: a vital-microscopic study 
in the rabbit." J Prosthet Dent 50(1): 101-107. 

[14] Stelzle, F., et al. (2012). "Load-dependent heat development, thermal 
effects, duration, and soft tissue preservation in piezosurgical implant 
site preparation: an experimental ex vivo study." Int J Oral Maxillofac 
Implants 27(3): 513-522. 

[15] Lamazza, L., et al. (2014). "Identification of possible factors 
influencing temperatures elevation during implant site preparation 
with piezoelectric technique." Ann Stomatol (Roma) 5(4): 115-122. 

[16] Claire, S., et al. (2013). "Characterisation of bone following 
ultrasonic cutting. Clin Oral Investig 17(3): 905-912. 

[17] Allen, M. R., et al. (2004). "Periosteum: biology, regulation, and 
response to osteoporosis therapies." Bone 35(5): 1003-1012. 

[18] Lin, Z., et al. (2014). "Periosteum: biology and applications in 
craniofacial bone regeneration." J Dent Res 93(2): 109-116. 

[19] Sener, B. C., et al. (2009). "Effects of irrigation temperature on heat 
control in vitro at different drilling depths." Clin Oral Implants Res 
20(3): 294-298. 

[20] Chiappini, E., et al. (2011). "Performance of non-contact infrared 
thermometer for detecting febrile children in hospital and ambulatory 
settings." J Clin Nurs 20(9-10): 1311-1318. 

[21] Zhen, C., et al. (2015). "Accuracy of infrared tympanic thermometry 
used in the diagnosis of Fever in children: a systematic review and 
meta-analysis." Clin Pediatr (Phila) 54(2): 114-126. 

[22] Abouzgia, M. B. and D. F. James (1997). "Temperature rise during 
drilling through bone." Int J Oral Maxillofac Implants 12(3): 342-353. 

[23] Bengazi, F., et al. (2014). "Osseointegration of implants with 
dendrimers surface characteristics installed conventionally or with 
Piezosurgery®. A comparative study in the dog." Clin. Oral Impl. 
Res. 25,2014, 10-15. 

[24] Trisi, P., et al. (2015). "Effect of temperature on the dental implant 
osseointegration development in low-density bone: an in vivo 
histological evaluation." Implant Dent 24(1): 96-100. 

[25] Trisi, P., et al. (2014). "Effect of 50 to 60 degrees C heating on 
osseointegration of dental implants in dense bone: an in vivo 
histological study." Implant Dent 23(5): 516-521. 

[26] Yoshida, K., et al. (2009). "Influence of heat stress to matrix on bone 
formation." Clin Oral Implants Res 20(8): 782-790. 

[27] Rana, M., et al. (2011). "Increase in periosteal angiogenesis through 
heat shock conditioning." Head Face Med 7: 22. 

[28] Gulnahar, Y., et al. (2013). "A comparison of piezosurgery and 
conventional surgery by heat shock protein 70 expression." Int J Oral 
Maxillofac Surg 42(4): 508-510 


74 


www.erpublication.org 


